[Comparison of various sampling devices for airborn dust].
Measuring particulate matter, rather not well-defined term, consists of two basic steps: samling and analysis. In a comparative study, three types of samples viz. Hi-Vol Sampler, LIB Sampler, and Dichotomous Sampler were operated side by side for ten 24-hour samples. Results of their gravimetric and elemental analysis are reported.